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Efficacy of electrolyzed acid water in reprocessing patient-used flexible upper endoscopes: Comparison with 2% alkaline glutaraldehyde.
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BACKGROUND AND AIM: Two percent glutaraldehyde, the most widely used liquid chemical germicide (LCG), may be hazardous to patients and medical personnel. Alternatives to glutaraldehyde, such as electrolyzed acid water (EAW), are being developed, but data from well-controlled studies with patient-used endoscopes are rare. The purpose of the present paper was to evaluate the high-level disinfection capability of EAW and compare it with glutaraldehyde. 
METHODS: A random sample of 125 endoscopes was collected immediately after upper endoscopic examination. After careful manual cleaning, endoscopes were divided into a glutaraldehyde and EAW group. After the disinfection procedure, samples from working channel (S-1), insertion tube (S-2), umbilical cord (S-3), and angulation knob (S-4) were taken and cultured. Another twenty endoscopes were experimentally contaminated with hepatitis B virus (HBV) and samples were collected after contamination (T-1), after manual cleaning (T-2), and after final disinfection (T-3). Polymerase chain reaction (PCR) for HBV-DNA was performed. 
RESULTS: In the EAW group, culture-positive rates were 3.2% in S-1, 9.5% in S-2, 3.2% in S-3, and 27.0% in the S-4 samples. There was no significant difference between the EAW and glutaraldehyde groups for all sampling sites. However, in both groups, disinfection of the angulation knobs (S-4) was less efficient than the others. For the T-1 site, HBV-DNA was detected from all of them, and in 95% (19/20) of T-2. However, HBV-DNA was not detected from T-3 samples. 
CONCLUSIONS: Electrolyzed acid water is as efficient as glutaraldehyde in eliminating bacteria from patient-used endoscopes. After disinfection procedures using both methods, HBV-DNA was not detected from any endoscopes experimentally contaminated with HBV-positive mixed sera. However, some bacteria may remain on the surface of the endoscopes. Therefore, more careful precleaning of the endoscopes may help achieve high-level disinfection in the clinical setting.
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Inactivation of a hepadnavirus by electrolysed acid water.
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Glutaraldehyde is used as a disinfectant for endoscopes, but is an irritant and so should be replaced by an alternative. Electrolysed acid water (EAW) has a bactericidal effect, and an endoscopic washing device using EAW has been developed in Japan. To investigate the effect of EAW on the infectivity of viruses, we treated duck hepatitis B virus (DHBV), which has similar properties to hepatitis B virus, with EAW, and determined the number of remaining infectious virus particles in a bioassay system. One-day-old Pekin ducks were inoculated with duck serum containing 10(5.5) ID(50) DHBV; the serum had previously been incubated with 100 volumes of EAW or ion-exchanged water at room temperature for 7 min. DHBV infection was indicated by detection of viral DNA in duck serum samples 1-8 weeks after inoculation. Treatment of serum with EAW diminished DHBV infectivity whereas treatment with ion-exchanged water did not. The virus load was estimated to have been reduced to 10(1)-10(3) ID(50) during the first 1 min and to <10(0.5) ID(50) in the next 6 min of incubation when compared with the control. Thus, EAW directly inactivates DHBV and its clinical application is recommended.

